The calibration curve of IDE was linear in the range 0.2-50 μg/mL (R2 = 0.9997) ( Figure S1 ). No interference was produced by different amounts of HP-β-CD on retention time of IDE (RSD, 0.52%) and peak area (RSD, 0.65%), demonstrating method to be specific for the drug. LOD and LOQ were 0.06 μg/mL (corresponding to 3:1 signal-to-noise ratio) and 0.2 μg/mL (corresponding to 10:1 signal-to-noise ratio), respectively. The method showed high intraday (RSD, 0.76%) and interday (RSE, 0.43%) precision. No degradation of IDE was observed during analysis. 
